
Steel sampling tank (260 L)
Pressure 

gauge

Mg(ClO4)2 

dryer

Filter

MFC

Flushing 
pump

Sampling box

Control unit

A2 A1

B

Vacuum 
pump

Transfer 
pump

Transport 
bag 

(120 L)
Water 

separator

(1)

(2)

Inlet of the 
sampling line 
protected by a 

filter

C

D2

D1

Valves

A1 & A2 2/2-way-solenoid valves

B 3/2-way-solenoid valve

C 2/2-way manual valve

D1 & D2 3/2-way manual valves
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