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This paper is aimed to the intercomparison of AODs measured by two different types
of sunphotometers. Both instruments measure the attenuation of incident solar light
passed through the atmosphere at a given location. Ideally, two different measure-
ments systems must provide the same AOD, if the measurements are performed at the
same location and time. Spatial and temporal collocation was insured by authors.

Figure 1 confirms that both measurement systems provide close values of AODs, which
is an important conclusion of this work. The correlation coefficient is close to 1.0.
However, more detailed comparisons as illustrated in Figs. 2, 4, 5, 6 show that there are
considerable disagreement between two types of measurements of the same quantity.
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This is an important conclusion of this work (especially taking into account the use of
AERONET data as "truth" data by the satellite remote sensing community and also
by climate modelers). Clearly, this difference must be understood. In particular, Fig.2
shows that in some cases Angstrom exponent is equal to 1.2 for AERONET and it
is just 0.3 for SKYNET. I think, both AERONET and SKYNET communities must seat
together and understand the reasons behind the differences.

Therefore, I highly recommend the publication of this paper. This paper has a potential
to bring both AOD measurement communities together. This will improve the perfor-
mance of both measurement systems in future.
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